Assessment of tissue reaction of rat to materials used in vascular grafts.

Gholam Hosein Kazemzadeh¹, Nafiseh Jirofti², Davod Mohebbi-Kalhori², Reza Taheri³*

¹Department of Vascular Surgery, Vascular and Endovascular Surgery Research Center, Mashhad University of Medical Sciences, Mashhad, Iran
²Department of Chemical Engineering, University of Sistan and Baluchestan, Zahedan, Iran
³Surgical Oncology Research Center, Mashhad University of Medical Sciences, Mashhad, Iran

Abstract

Background: Vascular grafts are used common in surgery. Some patients have no native vessels for autograft so we should use vascular graft. In this study we assessed tissue reaction of rats to materials used in vascular grafts.

Materials and methods: We prepared 8 types of grafts with electro-spinning method from different materials such as polycaprolactone (PCL), polyurethane (PU) and polyethylene terephthalate (PET) in sporadic and mixture patterns. After sterilisation with ethylene oxide, grafts were implanted in subcutaneous layer of 32 rats (divided into 8 groups of 4 rats). Rats assessed for local and general responses in 45 d. Histopathological responses were assessed by pathologist after 45 d.

Results: There is no mortality during study. There are no local and systemic responses. Surgical site infection not found. Tissue reactions to polyethylene terephthalate (PET) was higher than PET (Bio). Tissue reactions to polyurethane (PU) and PU (Bio) were about equal. PU had lower reactions in comparison with (PET) and polycaprolactone (PCL). PU+PET (Bio) had lower reaction in comparison with PET+PCL (Bio)

Conclusions: It seems polyurethane has lesser reaction in compared with other materials in both single and mixture

Keywords: Rat, Electro-spinning, Vascular graft, Tissue reaction.
xylazine (0.7 ml) were anesthetized by intraperitoneal way. 3 rats died after anaesthesia and before planting tissue. The rats were wound on the right side. First was shaved with a razor and location was prepared with povidone-iodine. 8 mm was a cut on the skin. Subcutaneous were explored with sterile scissors. The sample size (8 of 8 mm) implanted in the subcutaneous with forceps. Skin was sutured with 5 zero nylon. Of each sample tissue was implanted four. The duration of anaesthesia was about 20 to 25 min for each rat. Every four rats were placed inside a shelf. From each group a sample photo was taken from the planting site. In the first 10 d rats were assessed of mortality, local and systemic reactions and wound infection daily and were also photographed. In the second decade monitored every 2 d and in the third and fourth decade were monitored every 3 d. After 45 d the end-stage test was conducted on. 32 biopsy dishes were prepared. 30 cc Formalin was poured into each dish. Then was marked on the tail of rats; Cage with 8 rats were placed inside black plastic. The animals were killed with carbon dioxide gas; then shaved the site of implanted artificial scaffold. Photos were taken from the planting site. Then proceed to cut skin

When the artificial vessel was found, second photo was taken. The artificial scaffold with surrounding tissue was removed and transferred to biopsy dishes. The rats were transferred to the Department of Pathology, Ghaem Hospital according to prior coordination. After fixation and cutting samples were observed by pathology expert; The Mashhad Medical University Institutional Research Ethics Committee approved all animal experiments.

Results

There is no mortality during study. There are no local and systemic responses. Surgical site infection was not found. Infiltration, edema, prominent vessels, fibrosis and granulomatous reaction assessed by pathologist. The results are shown in Table 1. Tissue reactions to polyethylene terephthalate (PET) was higher than PET (Bio). Tissue reactions to polyurethane (PU) and PU (Bio) was about equal.

PU had lower reactions in comparison with (PET) and polycaprolactone (PCL).

PU+PET (Bio) had lower reaction in comparison with PET +PCL (Bio) and PU+PCL (Bio).

Table 1. Tissue reaction of rat to materials used in vascular grafts.

<table>
<thead>
<tr>
<th>Sample</th>
<th>Infiltration</th>
<th>Edema</th>
<th>Prominent vessels</th>
<th>Fibrosis</th>
<th>Granulomatous reaction</th>
</tr>
</thead>
<tbody>
<tr>
<td>Polyethylene Terephthalate (PET)</td>
<td>Moderate</td>
<td>Mild</td>
<td>Moderate</td>
<td>Severe</td>
<td>Severe</td>
</tr>
<tr>
<td>PET (Bio)</td>
<td>Mild</td>
<td>Mild to moderate</td>
<td>Mild</td>
<td>Mild to moderate</td>
<td>Without to mild</td>
</tr>
</tbody>
</table>

Discussion

Various materials have been used in vascular grafts in order to replace or bypass a damaged or occluded vessel, but regarding the ideal material, there is no consistency in different studies. Although the popularity of endovascular surgery has increased over the recent years, vascular bypass grafting has remained commonplace and is still the optimal choice for patients requiring long-term revascularization. Currently, the preferred conduits for vascular grafting are autologous arteries or veins. The availability of autologous vessels might be limited, their quality may be poor and their extraction causes donor site morbidity [3-5]. Synthetic vascular grafts are also available as an alternative to autologous vessels. All types of grafts cause tissue reactions after they are implanted. Our study was conducted in order to compare the tissue reactions in rat after contact with three different prosthetic materials used in the synthetic vascular grafts in solitary or mixture patterns.

In this study, polycaprolactone (PCL), polyurethane (PU) and polyethylene terephthalate (PET) were chosen. Generally it is accepted that subcutaneous implantation using small animal models is suitable to primarily assess the effects of biomaterials [6]. Klinge et al. studied foreign-body reaction to mesh materials and showed a persistent foreign-body reaction that is independent of implantation time, but varies according to the type of material [7]. Excessive and chronic inflammation is a known factor contributing to implant failure [8]. Torneck showed that subsequent to the implantation of polyethylene tubes, fibrous tissue repair occurred and no inflammation was seen [9]. In the current study, tissue reactions to polyethylene terephthalate (PET) was higher than PET (Bio). Tissue reactions to polyurethane (PU) and PU (Bio) was about equal.

PU had lower reactions in comparison with (PET) and polycaprolactone (PCL). PU+PET (Bio) had lower reaction in comparison with PET +PCL (Bio) and PU+PCL (Bio). It seems that polyurethane has lesser reaction in compared with other materials in both single and mixture patterns. Further studies about the other behaviours and mechanisms of action of this material will be necessary.

Acknowledgment

The results described in this paper constituted as a part of the thesis submitted by the last author to Mashhad University of Medical Sciences. This study was supported by the vice
chancellor for research at Mashhad University of Medical Sciences and the National Institute for Medical Research.

References


*Correspondence to

Reza Taheri
Surgical Oncology Research Center
Mashhad University of Medical Sciences
Mashhad
Iran